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calibration  of  a  half-scale  model  previously  fabricated  and  partially  strain  gaged  under  Contract 
F40600-68-C-0004,  “Research  of  a  Vector  Thrust  Load  Cell,”  Report  No.  AEDC-TR-64-233.  Inclusive 
dates  of  the  present  evaluation  were  November  1969  to  February  1970.  This  report  has  been  designated 
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ABSTRACT 

This  report  describes  the  results  of  an  experimental  evaluation  of  a  half-scale  (physical  size)  model  of  a 
previously  analyzed  six-component  force  balance  for  testing  rocket  engines.  The  force  range  of  the  model 
was  scaled  down  from  5000  Ibf  to  200  Ibf,  and  structural  parameters  were  scaled  to  represent  those  of  the 
full-scale  version  which  was  analyzed  under  Contract  F40600-68-C-0004.  The  evaluation  includes  the 
determination  of  (1)  first-  and  second-order  interactions  of  single  and  combination  loads  and  (2)  the  effect 
of  combination  loads  at  expected  gimbal  points  for  typical  rocket  engines.  The  data  which  are  presented  in 
tabulated  form,  validate  the  prior  analysis,  and  demonstrate  that  short  force  measuring  links,  assembled 
into  a  compact  integral  structure,  do  not  result  in  excessive  interactions. 


AEDC-TR-70-246 


CONTENTS 

Page 

FOREWORD . ii 

ABSTRACT  . iii 

I.  SUMMARY  .  1 

II.  INTRODUCTION  . 3 

III.  DESCRIPTION  OF  APPARATUS  . 4 

3.1  Model  CeU . 4 

3.2  Calibration  Rig  . 6 

IV.  CALIBRATION  AND  DATA  REDUCTION  PROCEDURES  .  7 

V.  RESULTS  . 10 

5.1  Calibration  Constants  . 10 

5.2  Tabulated  Results  . 11 

VI.  DISCUSSION  OF  RESULTS . 12 

6.1  Angular  Precision  . *. . 12 

6.2  Precision  of  Thrust  Magnitude . 14 

6.3  Precision  of  Vector  Location  . 16 

VII.  CONCLUSIONS  . 17 

ILLUSTRATIONS 

Figure 

1.  Scale  Model  Vector  Thrust  Load  Cell  . 18 

2.  Force  Link  Anangement  of  Model  Cell  . 19 

3.  Installation  on  Calibration  Rig . 20 

TABLES 

I.  Calibration  Constants  . 10 

II.  Results  (Conected  for  First  Order  Interactions) . 13 


V 


AEDC-TR-70-246 


SBCTIOH  I 

SUMMARY 

TIhls  evaluation  of  a  scale  nodel  vector  thrust  load  cell  has  sexved  to 
validate  the  analytical  study  of  the  concept  of  using  an  IntegrsJ.  force 
balance  for  measuring  rocket  engine  thrust.  The  precision  of  the  model 
demonstrated  capability  to  exceed  the  l/3^  vector  angle  final  accuracy  goal 
by  an  order  of  magnitude  and  reeidlly  achieve  the  0.020-lnch  vector  location 
and  1/2  percent  thrust  ai^lltude  accuracy  goals  of  the  preceding  contract. 

The  basic  structure  of  the  design  tested  shoved  that  It  Is  feasible  to 
build  a  balance  comprised  of  short,  rigid  force-measuring  links  assentbled 
Into  a  cospact  structure  located  at  the  front  of  the  rocket  motor.  The 
balance  tested  In  this  program  vas  purposely  designed  to  demonstrate  the 
ceqpablllty  to  achieve  lov  Interactions  between  the  axial  force  links  and 
the  side  force  links.  The  design  vas  Intentionally  kept  elementary  so  as 
to  make  Its  understanding  and  analysis  as  slsple  as  possible. 

Having  demonstrated  these  objectives.  It  Is  vortlndille  to  reflect  on  the 
liportance  of  lov  Interactions.  Although  such  qualities  as  lov  Interaction 
and  linearity  are  the  usual  criteria  for  a  successful  slx-cosponent  force 
balance,  accurate  results  can  be  achieved  If  relatively  large  first-order 
Interactions  and  non- linearities  are  repeatable,  can  be  accurately  evaluated 
by  proper  calibration,  and  can  be  corrected  for  In  the  reduction  of  test  data. 
From  a  practical  point  of  vlev,  second-order  Interactions  caused  by  balance 
distortion  under  load  should  be  small  because  many  combinations  of  calibration 
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loads  are  needed  to  evaluate  then.  The  second-order  interactions  In  this 
testing  vere  demonstrated  to  he  insignificant  as  predicted  hy  the  previous 
analysis. 

In  contrast  to  other  balemce  geometries  analyzed  In  the  previous  study  (Ref. 
1),  it  is  a  charMterlstlc  of  the  balance  design  tested  that  the  precision 
of  vector  location  depends  primarily  on  force  link  precision  rather  than 
on  the  structural  geometry.  The  precision  achieved  during  this  testing 
did  not  recush  the  ultimate  precision  capabilities  of  high  precision  load 
cells  or  vlnd  tunnel  balances  although  the  vector  location  and  magnlt\ide 
precision  vere  veil  vlthin  the  objectives  of  this  program.  As  discussed 
In  the  preceding  study,  isqportant  factors  in  this  concept  are  (l)  the 
convenience  of  being  able  to  evaluate  interactions  on  the  special  cali¬ 
bration  rig  prior  to  aligning  the  balance  to  the  engine,  (2)  the  ability 
to  assemble  the  balance  and  engine  on  the  test  stand,  and  (3)  the  ability 
to  perform  final  calibrations  before  and  after  test  firing.  As  discussed 
in  the  section  on  results,  the  lsq;>rovement  Of  force  cell  precision  is 
pazily  a  matter  of  reducing  strain-gage  creep  and  further  refinement  of 
calibration  technique. 
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SECTIOll  II 

imODUCTION 

I&  rocket  engine  developnent  and  production  acceptance  static  testing  It 
is  frequently  essential  that  the  magnitude,  direction,  and  location  of  the 
net  thrust  vector  he  determined.  This  is  currently  acco]ig>ll5hed  through 
use  of  multl-con^onent  thrust  stands  coiqprised  of  externally  arranged 
load-measuring  assemblies.  Because  of  the  obvious  operational  short¬ 
comings  of  such  arrangements,  the  idea  of  a  single  transducer  vhich  could 
be  used  to  obtain  thrust  vector  data  has  long  been  attmctlve.  But  there 
vas  little  progress  toward  achieving  such  a  device  until  the  i^rnold  Engi¬ 
neering  Development  Center  sponsored  the  analytical  evaluation  of  the 
concept  in  1968  under  Contract  F^i06cX}-68-C-0004. 

The  conclusions  from* this  study  (Ref.  l)  indicated  that  a  vector  thrust 
load  cell  with  an  Integral  propellant  conpensator  is  capable  of  providing 
the  general  advantages  of: 

1.  Reduced  on-site  calibration  effort 

2.  Siiqpllfled  alignment  of  the  rocket  engines 

3.  Iiqproved  thrust  measurement  Mcuraoy  for  liquid  propellant  rockets. 

Because  of  the  unorthodox  foroe  link  geometries,  the  short  force  link  lengths, 
and  the  stiff  flexures  and  foroe  links  that  were  Incoxporated  In  the  basic 
concept  analyzed;  an  experimental  evaluation  of  a  model  transducer  vas  recom¬ 
mended.  TMs  report  describes  the  experimental  program  vhich  vas  cazried 
out  to  confizm  the  analytical  conclusions. 
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SECTION  III 

IIElSCItlPTIOH  OF  AFPABAOUS 

3.1  MOTEL  CELL 

A  thrust  cell  for  use  orer  a  range  of  1000  to  20,000  pounds  of  axial 

o 

force  at  vector  angles  up  to  12  vas  considered  for  the  analytical  study. 

A  aodel  cell  (Fig.  1)  based  on  the  following  design  and  sealing  considera¬ 
tions,  vas  couple  ted  and  used  for  the  ej^perlnental  evaluation. 

1.  The  -dloenslons  idileh  establish  kinematic  relationships  are 
half  of  those  specified  for  the  full-scale  basic  design. 

These  dimensions  are  lengths  of  force  links,  positions  of 
force  links,  and  plate  diameter.  The  overall  size  of  the 
model  Is  7-1/8  Inches  diameter  by  3-3/^  Inches. 

2.  Load  capacity  was  scaled  down  23:1.  Nominal  axial  thrust  capacity 
of  the  model  Is  200  Ib^  cospared  to  3000  llbf  and  side  thrust 
ccpaelty  of  40  Ibf  coapared  to  1000  Ib^ . 

3.  The  reduced  load  capacity  allowed  use  of  |flexures  machined  as  two 
short  small  diameter  rods  near  the  end  of  each  force  link.  Because 
each  of  these  rod  flexures  pTOvldes  three  degrees  of  freedom,  the 

I 

I 

total  nuniber  of  flexures  Is  reduced  in  the  ratio  of  3:2  coapared 
to  the  full-scale  design  (idiere  four  circular  flexures  and  OM 
cruciform  torsion  flexure  are  needed  per  force  link). 
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4.  Restoring  moments  caused  by  bending  and  torsion  of  the  rod 
flexures  are  approximately  the  same  percentage  of  applied 
forces  as  the  circular  arc  flexures  used  In  the  full-scale 
design.  Because  rod  flexures  are  much  stiffer  In  bending  than 
circular  arc  flexures,  the  reduced  loads  vere  necessary  to  allov 
the  cross-sectional  areas  of  the  rods  to  be  scaled  dovn.  The 
zesult  Is  that  the  xelatlve  bending  stiffness  (also  referred  to 
as  percentage  redundancy)  of  the  half-scale  model  Is  the  same  as 
the  full-scale  design. 

5.  Ron- linear,  second-order  Interactions  are  also  designed  to  be  the 
same  as  In  the  full-scale  version.  Consequently,  angular  dis¬ 
tortion  of  the  balance  xmder  nosdnal  load  Is  the  same.  Tb  accom¬ 
plish  this,  coiqpresslon  and  tension  deflections  of  flexures  and 
force  cells,  machined  as  part  of  each  force  link,  are  sealed  to 
one-half  at  nominal  load  (approximately  0.001  inch  vs.  0.002  Inch). 
The  thickness  of  the  tvo  circular  plates  and  the  size  of  brackets 
sxqpportlng  side  force  links  vere  also  scaled  so  that  calculated 
plate  and  bracket  deflections  are  reduced  to  one-half  at  nominal 
loads. 

6.  Force  cells,  as  veil  as  flexures,  vere  machined  as  integral  parts 
of  the  force  links.  The  force  cells  are  short  columns  with  "l” 
cross  sections  that  are  strained  in  coopresslon  or  tension.  Strain 
gages  can  be  bonded  to  either  the  vebs  or  the  outsides  of  the 
flanges  of  the  axial  force  cells  (Lj^,  Lg,  and  L^}.  The  side  force 
cells  have  sufficient  ^ace  for  strain  gages  on  the  flanges  only. 
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7.  The  force  llolESj  plates,  and  brackets  were  machined  from  17-4  PH 
corrosion-resistant  steel,  the  same  material  vhlch  vould  be  used 
for  a  full-scaJLe  working  model.  Force  links  vere  age-hardened 
after  partial  machining  to  achieve  the  high  yield  strength  needed 
for  repeatable  stress-strain  characteristics  in  force  cells  and 
flexures. 

8.  Semi-conductor  strain  gages  vere  bonded  to  the  three  axial  force 
links,  L2f  and  (Fig.  2)  and  the  side  force  link,  Lj^.  These 
strain  gages  vere  wired  Into  Wheatstone  bridge  circuits  and  teiq>- 
erature  conQ>ensated  as  usual.. 

9.  The  alignment  of  the  axial  load  and  side  load  to  the  reference  plane 
was  controlled  by  the  use  of  precision  levels.  The  precision  of  the 
level  used  to  align  the  space  of  the  cell  has  a  resolution  of  .00002 
radians.  The  level  used  to  align  the  axial  force  rod  has  a  resolution 
of  .00008  radians.  During  the  application  of  loads  to  the  balance, 
the  base  of  the  balance  vas  realigned  by  observing  these  two  levels 

to  coi!;)ensate  for  balance  and  support  deflections. 

3.2  CALIBRATIOH  RIG 

The  calibration  rig  used  for  this  work  is  the  wind  tunnel  balance  certifi¬ 
cation  eq^uipment  at  the  North  American  Rockwell  Corporation,  Los  Angeles 
Division,  Trl-Sonlc  Wind  Tunnel.  In  addition  to  the  high  precision  align¬ 
ment  .fixtures,  this  system  has  digital  readout  instruments  for  use  with 
strain  gages. 

'The  model  cell  is  shown  mounted  on  the  movable  sling  of  the  calibration 
rig  in  Fig.  3* 
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SECTION  IV 

CALIBRATION  AND  DATA  REDUCTION  PROCEDURES 


Calibration  constants  including  correction  terms  for  first-order  interactions 
were  obtained  by  applying  loads  directly  in  line  with  the  fo\ir  strain- gauged 
force  links  and.  of  Fig.  l). 

The  data  reduction  was  accomplished  using  existing  cos^^uter  programs  at  the 
Tri-Sonic  Wind  Tunnel.  Least  squares  second-degree  best-fit  curves  were 
obtedned  for  the  primary  constants  and  first-degree  curves  for  the  inter¬ 
action  terms.  For  loeuiings  at  other  points  than  the  four  force  links,  pseudo^- 
reactlon  forces  at  the  four  calibration  load  stations  were  obtained  from  the 
following  equations. 

2 

Rl  -  (BiiEi  +  CiiEj_^)  4.  Mj^gRg  + 

Fg  s  MgiRi  -f-  (^22®2  H"  ^22^2^)  4-  ^3^3  +  *^4^4 
R3  =  4-  ^32^2  4  (B33E3  4  ^33^3  )  4  ^4^4 

R4  =  M4iR2^  -f-  M42R2  4  M43R3  -4-  -f 


In  these  equations  the  R^^  terms  are  forces  at  the  four  load  stations  in 
line  with  the  force  links,  and  the  terms  are  the  electrical  outputs  in 
millivolts.  The  Bj^^  and  Cj^jL  terms  are  constants  describing  the  calibration 
curves  obtained  from  calibration  loads  over  the  respective  force  link 
(ib-volts/mv  and  Ib-volts^/mv^  respectively).  The  M  terms  are  considered 

1 J 


^The  reaction  forces  may  be  considered  to  exist  at  these  points  although 
the  input  forces  are  reacted  at  the  actual  force  link  locations. 
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to  te  Interaction  terms  with  reference  to  these  four  load  stations  (ib/lh). 


These  terms  represent  the  partial  derivatives  of  applied  cedlbratlon  force 
to  the  apparent  force  Indicated  at  another  load  station  and  are  coii^)uted 
from  the  calibration  data  by: 


2ii 


(2) 


Here  the  terms  are  the  Interaction  slopes  from  the  calibrations  In 
Ib-volts/mv. 


Since  the  objective  of  the  data  reduction  Is  to  compute  the  magnitude, 
direction,  and  location  of  the  external  force  vector,  another  set  of  equations 
Is  written  to  translate  the  pseudo-reaction  forces  obtained  by  solution  of  the 
preceding  equations  for  cases  irtiere  an  axial  load  at  the  center  Is  combined 
with  a  side  load  at  some  hnown  distance  from  the  center  of  the  balance.  !nie 
first  set  of  equations  was  solved  by  Iteration,  using  the  standard  computer 
program  and  the  resulting  reaction  forces  were  entered  Into  the  following  set 
of  equations: 


F 

e 

X 


Rl  -I-  R2  +  R3 

RU 


Rj^Xi4  R2X24B3X3 


arc  tan  - 

Fz 


Xi  »  .009  Inch  (3) 

X2  ■  2.167  Inch 

X3  ■  -2.161  Inch 
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By  this  method  the  strain,  gage  voltages  produced  by  knovn  input  forces 
Fg  and  have  been  used  to  compute  reaction  forces  at  the  calibration 
load  stations  which  are  then  translated  to  the  calculated  external  thrust 
vector  for  comparison  with  the  known  thrust  vector. 
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SECTION  V 

RESULTS 


5.1  CALIBRATION  CONSTANTS 


The  calibration  constants  obtained  in  this  ejqoeriment  are  given  in 
Table  I  in  matrix  form. 


TABLE  I 

CALIBRATION  CONSTANTS 


Bii  =  -11,8408 

Cii  »  .01191 

Mi2  “  -00723 

=  -.00243 

=  .000017 

“  -  .000657 

B22  =  -13.2367 

C22  “  ,01642 

M23  -  -.00489 

M2i^  »  .001386 

Mgl  •=  .00301 

1^32  “  .00731 

B33  »  -12.1871 

C33  -  .01444 

M34  =  .001496 

M42.  “  .000269 

M42  =  .000418 

M43  =  .000260 

«=  11.5535 

Chi+  ■  .00375 
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5.2  TABULATED  RESULTS 

Table  II  compares  the  measured  values  of  thrust  vector  magnitude  euagle 
and  location  (corrected  for  first-order  interactions  from  Table  I)  with 
the  calibration  inputs  of  the  same  parameters. 
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SECTION  VI 

DISCUSSION  OF  RESULTS 
6.1  ANGULAR  PRECISION 

The  experimental  results  satlsfeietorily  accomplished  the  main  objective  of 
this  program:  that  of  evaluating  the  basic  design  described  as  the  ortho¬ 
gonal  tripod  geometry  in  Ref.  1.  Mast  noteworthy,  the  first-order  inter¬ 
actions  resulting  from  force  link  misalignment  were  very  small  and  were 
readily  corrected  for  as  a  routine  procedure  in  data  reduction.  Also, 
the  second-order  interactions  caused  by  angular  distortion  of  force  links 
under  load  were  sufficiently  small  that  very  high  angular  precision  was 
achieved  by  accounting  for  only  the  first-order  interactions.  Qhe  angular 
measurements  would  still  have  been  very  precise  if  the  first-order  inter¬ 
actions  were  also  Ignored. 

The  interaction  caused  by  misalignment  of  the  axled  force  links  (see 
Section  7.2.1,  Ref.  l)  is  given  by  the  sum  of  f  4  in  the  cali¬ 
bration  matrix  (Table  I)  irtiich  is  equal  to  .0003  radians  for  a  purely  eixlal 

load.  The  results  corrected  for  this  interaction  (shown  in  Table  II)  gave 
2 

a  2  cr^  error  of  .00016  radian  for  all  purely  axial  loads  (9  ■  0)  and 
.00036  radian  for  all  load  ooniblnatlons  including  angles  up  to  22*^  of  arc. 
The  maximum  error  as  shown  in  the  tabulated  results  in  Table  II  was  .000^7 
radian  at  11.^^. 

During  the  combination  load  tests  the  side  loads  were  applied  at  a  station 
representing  a  typical  glmbal  location.  This  location  of  z  =  6.23^  inches 
from  the  center  of  the  balance  would  be  equivalent  to  12.510  inches  in  a 
full-scale  model. 

^Twlce  the  standard  deviation  represents  a  probability  of  .95  that  an 
individual  error  will  be  less  than  the  20^  error  (for  large  sainple  uses). 
This  is  sonetlmes  stated  as  the  95^  confidence  level. 
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z6p 

100  20 

U.32 

9.3BE 

l.dT6 

101.960 

.19666 

U.M 

>.00050 

ioe.320 

.039 

i.erdt 

.0020 

.00th 

100  uo 

11.60 

9.383 

3  <758 

107.703 

.37950 

21.7. 

-.00096 

1OT.571  / 

-.122  / 

3.7610  / 

.0090/ 

.auk 

»<<rmr  la  data  nftuetloa*  f  larM  Uak  vaa  loadad  la  ttaslae  cn  tlila  laadlac,  ataleh  vaa  baread  tha  naca  of  tfaa  oaUbratloa 

eeaataata  aaad  la  tUa  data  ra  due  tlaa* 
i  Ikaaa  loade  at  1  s  9*3fiB  art  bajpoad.  the  oonal  raafu  of  tba  balaaot. 

15/16 
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One  of  the  primary  questions  to  be  answered  In  this  evaluation  was  whether 
or  not  the  side  load  could  be  accurately  measured  when  applied  at  the 
distance  s  from  the  side  force  Unit.  The  results  verify  the  analysis 
In  Ref.  1  and  show  conclusively  that  the  effect  of  this  overhung  loading 
structure  Is  very  minimal.  In  Runs  18,  19,  aisd  20-  (Table  II)  the  additional 
error  due  to  the  Increase  in  vector  angle  from  0  to  11. 9^^  Is  small  enough 
that  the  second-order  Interactions  caused  by  balance  distortion  (see 
Section  7.3,  Reference  l)  can  be  easily  ignored  except  by  the  most 
exacting  requirements.  The  second-order  interaction  in  Run  20  for  a 
vector  angle  of  11.5°  at  the  nominal  axial  load  of  200  pounds  was  .00024 
radian  which  agreed  closely  with  the  value  of  .00021  radian  predicted  for 
the  basic  design  on  Page  56  of  Reference  1. 

6.2  PRECISION  OF  THRUST  MAGNITUDE 

The  precision  of  the  strain  gaged  force  links  was  adequate  for  the  primary 
purpose  of  this  experiment,  •vdiich  was  to  evaluate  the  structural  geometry 
of  the  basic  design.  As  shown  in  Table  II,  the  2 (T* precision  of  the 
resultant  thrust  for  all  combinations  of  axial  and  side  loads  was  0.1^  percent 
Qbe  semiconductor  strain  gages  evidenced  a  slight  amount  of  creep  under 
load  (.03  percent  for  the  first  minute  of  loading  for  the  axial  force  links). 
For  this  reason  and  because  of  the  limited  time  available  for  the  completion 
of  the  required  number  of  tests,  data  was  taken  between  one  and  two  minutes 
after  application  of  load,  which  did  not  Ed.wayB  allow  sufficient  time  for 
the  weight  pans  to  stop  swinging.  Generally,  a  calibration  of  this  nature 
takes  about  two  weeks  including  set-up  time  and  -re-rvins,  wd  undoubtedly 
the  precision  of  the  data  shown  in  Table  II,  which  was  taken  in  the  final 
two  days  of  a  five-day  period,  could  have  been  in^roved  had  more  time  been 
available  to  inmrove  calibration  technique. 
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IMder  stress,  creep  of  the  epoxy  bond  betveen  the  strain  gage  and  the 
substrate  Is  always  a  potential  problem  In  the  manufacture  of  strain 
gage  transducers.  Metal  foil  strain  gages  are  less  subject  to  this  effect 
than  semiconductor  gages  because  of  the  relative  thickness  of  the 
constantan  foil  (.0001  Inch  coI2^>ared  to  the  silicon  silver,  .000^  inch). 
However,  semiconductor  load  cells  are  sufficiently  free  from  creep  If  long 
gages  are  used  and  If  proper  attention  Is  paid  to  the  stress  distribution 
edong  the  strain  gage.  Given  proper  attention  to  these  details,  creep  from 
semiconductor  strain  gages  would  be  about  .0^  percent  In  five  minute s^. 

Creep  from  constantem  foil  strain  gages  would  be  typically  about  .01  percent  In 
the  saaie  period  of  time. 

The  strain  gages  used  on  the  axial  force  links  were  somewhat  non-llnear  as 
evidenced  by  the  second-degree  constants  In  the  matrix  In  Table  I 
C227  ^33^*  presented  no  problem  since  the  method  of  data  reduction 

provided  for  a  second  degree  nonlinearity.  The  semiconductor  gages  used  on 
the  side  force  link  were  more  linear  as  shown  by  the  relative  size  of  Cj^ 
to  The  nonlinearity  may  be  calculated  by  l/2  (EC/b)  idxlch  Is  0.11 

percent  of  full  scale  for  the  side  force  link. 

The  first-order  Interaction  of  the  side  force  link  on  axial  force  was 
reasonably  small.  IDils  Interaction  is  primarily  caused  by  misalignment  of 
the  side  force  link  as  ej^lained  In  Section  7*2.2.,  Ref.  1.  This  inter¬ 
action  Is  equal  to  t  t  (Table  I)  and  Is  also  equal  to  .0026  Fx/Fz. 
The  maximum  value  of  this  would  be  0.0^  percent  at  a  11.3°  vector  angle. 

Again,  this  Interaction  was  readily  extracted  from  the  data. 


Conversation  by  the  author  with  John  Pugnalre,  Bytrez  Division  of  Tyco 
Cozp.,  Vhltham,  Hass. 
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6.3  PRECISION  OF  VECTOR  LOCATION 

Since  the  forces  resolved  hy  the  three  axial  force  links  determine  the 
location  of  the  thxxist  vector  In  the  xy  plane  of  the  halance^  force  link 
precision  directly  affects  the  precision  of  the  measured  vector  location 
(see  Section  7.1^  Ref.  l).  Consequently,  the  comments  In  the  preceding 
paragraphs  regarding  precision  also  apply  here.  The  precision  obtained 
for  the  location  of  the  thrust  vector  given  in  terms  of  the  measiared 
bias,  and  the  2(r  variation  of  the  vector  location  data  In  the  last 
column  of  Table  II  was  -.0024  Inch  ^  .0003  Inch. 

Certain  adjustments  were  made  In  the  presentation  of  this  data.  After 
Rvin  l8  It  .was  noticed  that  the  flexure  connecting  the  axial  force  rod 
to  the  balance  was  bent.  At  this  point  a  new  flexure  was  Installed  and 
as  a  consequence  the  location  bias  was  reduced  by  .008  inch.  The  second 
column  for  location  error  In  Runs  12,  17,  and  l8,  Table  II,  show  this 
correction.  After  this  adjustment  the  average  of  all  runs  (excluding  25 
and  26)  was  -.0024  inch  which  can  be  partleilly  attributed  to  errors  In  the 
measurement  of  the  location  of  the  three  load  stations  (xj^,  Xg  and  x^)  for 
the  axial  calibrations.  Thh  last  column  In  Table  II  shows  the  location 
errors  corrected  for  this  bias. 

Ihe  location  precision  obtained  was  sufficient  for  the  purposes  of  this 
ejqperiment,  which  was  primarily  to  evaluate  the  balance  structural  geometry. 
As  with  the  precision  of  the  thrust  resultant^  a  five-to-one  Improvement  In 
this  location  precision  would  be  readily  achieved  by  reduction  of  strain 
gage  creep  and  by  the  imrorovement  in  calibration  technique  that  would 
normally  result  from  more  experience  with  the  calibration  of  this  type  of 
balance . 
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SECTION  VII 
CONCLUSIONS 


An  Instrxunent  designed  In  an  orthogonal  tripod  geometry  vlth  short, 
rigid  force-measvirlng  links  In  a  compact  structttre,  can  be  used  satis¬ 
factorily  to  measure  the  thrust  vector  (magnitude,  direction,  and 
location)  produced  by  a  rocket  engine* 

This  type  of  vector  thrust  cell  can  also  be  conveniently  calibrated 
vlth  knovn  axial  and  lateral  loads  In  order  to  qualify  the  data  obtained. 
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Flgvire  1.  Scale  Madel  Vector  Thrust  Load  Cell 
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FIGURE  2.  Force  Link  Arrangement  of  Msdel  Cell 
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AxleQ.  Load  (F  ) 

Calibration  Rod 
and  Flexxire 


Side  Load  (F^^) 
Weight  Pan 


Figure  3*  Installation  on  Calibration  Rig 
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